[Thermodilution and rheography: the coincidence and reproducibility of results].
A comparison of the pulmonary artery thermodilution and tetrapolar impedance cardiography of cardiac output measurements based on 312 dual determinations has shown a good general coincidence, but better reproducibility of the impedance cardiography data and more evident character of the errors and artifacts. The authors' analysis of the mechanisms and causes of such phenomena is based both on their own conclusions and on a wide spectrum of the data of previous investigations.